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Certificate of Compliance 
 

No. 3C220113.GAS0D24 

 

Certificate’s 

Holder: 

Galvanic Applied Sciences Inc. 
7000 Fisher Road South East, Calgary, Alberta, T2H 0W3, 

Canada 

 

Certification 

ECM Mark: 

 

Product: Air Demand Analyzer, H2S/SO2 Ratio Analyzer 

Model(s): 943-TGX 

 

Verification to: Standard: 

EN 60079-0:2017, EN 60079-1:2014,  

EN 60079-2:2007, EN 60079-7:2007,  

EN 60079-11:2012, EN 60079-18:2009 

 
related to CE Directive(s): 

2014/34/EU (Equipment for Explosive Atmospheres)  
 

 Ex db eb ia mb pxb IIC T4 Gb IP65 

Ex eb ia mb pxb IIC T4 Gb IP65 

Ex db eb ia mb IIC T4 Gb IP65 

Ta=-20°C to +60°C 
 

Remark: This document has been issued on a voluntary basis and upon request of the manufacturer. It is 

our opinion that the technical documentation received from the manufacturer is satisfactory for the 

requirements of the ECM Certification Mark. The conformity mark above can be affixed on the products 

accordingly to the ECM regulation about its release and its use.  
 

Additional information and clarification about the Marking: 

 

The manufacturer is responsible for the CE Marking process, and if necessary, must 

refer to a Notified Body. This document has been issued on the basis of the regulation 

on ECM Voluntary Mark for the certification of products. RG01_ECM rev.3 available 

at: www.entecerma.it 

Issuance date: 13 January 2022 
 

Expiry date: 12 January 2027 

Reviewer  

Technical expert 

Amanda Payne 

 Approver  

ECM Service Director 

Luca Bedonni 
 

  European 
Conformity 

Type 

Approved 

http://www.entecerma.it/

